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TEIS REPORT PREPARZD PURSUANT TO DUTY I¥205ED BY
A.A.C. R9-14-404(RA)

ARIZONA DEPARTMENT OF HZALTI 8ZR7ICES

STANDARD QUALITY ASSURANCE PROCEZDURZS 4@\
INTOZILYZER MODEZL 500Q0*
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“_/
0
o

3

NG ucson Police QA SPICIALIST Creac ﬁO/QVI ‘r‘(aj’ﬁ/
( Y =
NToxzb‘z(zr—_Q SERIAL : 04-002505CF/)  rocatron HM

L
DAT (rber 0D 37 2009 7 TIMI_-£230
' =5

S Display reads "REIADY TO START" or mSUSH 3UTTON TQ START
TEST."

DIAGNQOSTIC TESTS

wZLS DUM Test check. Setting should be batween .200 and

_6§00. Mode selection switca S2 on, S1 and S3 off or
xeyboard menu selection "H". Raading is o

N 'Z@ Display Test check. Mode selection switcn S1 on anc
and S3 off or keyboard menu selection "V".
.__IZ&_ cinter Test check. Mode seslection switch SL, S2, S3
off or xeyboard menu selection "Z".
;/5 » Clock time check. Mode selection switch S10 on QT
keyboard menu selection "Z". :
k Data chack. Mode selectlon switcn S1l1 on or Keyboard

menu salsction "EM.

Ui
(8]

QPEZRATIQNAL TESTS

‘ L« Alcohol free subject Test result 0.0 ac
= Error recognition logic systenm functioning
Tnvalid test printed :
7 4

Proper sample recognition systen
Tnvalid sample printed-Z—
Deficient sample printe
N/A Completeness of sample purge with collection tubex*=
___!24 Calibration standard 0.0K0 ac
Results: 0. OF3AC ~ 0- O F 3T~ /
YE NO

Instrument operating properly and accurately.
cormenTs:. P LAY~ /R3S

) N

SIGNATURE _%L(/p\,z/« ALMM\

o«
Q_’_A!_fﬁ alcohol concentration standard collected for subseguent
nalysis.*»

*WITHE OR WITHEOUT VAPOR RECIRCULATION AND WITE OR WITEQUT XEYBOARD
**xTHETIS STEP IS ONLY REQUIRED IF TEIS DEVICE I8 BEING USED FOR
SAMPLE CAPTURE.

DHS/DSLS/Form C117 (Rev.7-93)
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SH EU-BR2585 12/e8/04
EU7.8c 12:35
INVALID TEST 4#1‘
SAMPLE INTRODUCED »

AT IMPROPER TIME.

F)
. \
} -
SUBJECT S NAME T
—
i i
I — X\
TIME FIRST OBSERVED Ny S [ INSTRUMENT LOCATION
\ S
 OPERATOR
ADDITIONAL \TION AND/ OR REMARKS,
$
]
i ‘

' i N .
INTOXILYZER" INSTRUMENT PRINTER CARD v < m

© 1986 by CMHINC.
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BIHIBIT P 42@’

THIS REPORT PREPARED PURSBUANT TO DUTY IMPOBED BY

A.A.C. R9-14-404(A)
ARIZONA DEPARTHENT OF EEALTH BERVICES

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 5000%

SBTANDARD CALIBRATION CHECX PROCEDURE

Agency _Tucson Police Department Date (2/20/0F Time (A30

Intoxilyzer Serial#g #/)) Location opm
QA Specialist Trenc LDoran 33/
(Print Name)

(g~ 1- Pour a standard alcohol solution of known value into a
clean dry simulator jar and assemble the simulator.
Insure that a tight seal has been made.

Standard value: 0. 05® AC

(&) 2. Turn on the simulator and allow the temperature to
reach 34°C+.2°C.

(oa) 3- Set Intoxilyzer mode selection in the ACA mode by
switching mode selection switch #9 on or selecting "C"
on keyboard menu.

) 4- Attach simulator to the simulator entrance port on the
Intoxilyzer.

.-ﬁa(%) 5. Intoxilyzer 5000 display reads "READY TO START" or

"PUSH BUTTON".

Y (wx ) 6. Push Start Test button or press enter on keyboard.

.ﬂgqa‘) 7. Insert card in response to display.

.0(4% ) 8. Air blank completed.

JQL{%_) 9. cCalibration check completed.
Test results 0.073%00#3 AC

(e ) 10. Air blank completed.

Hetefie~) 11. When display reads Test Complete remove evidence card.
Attach the card to the completed checklist.

(~la-) 12. Return mode selection switch #9 to off position after
all calibration checks are complete or type Q and enter
on keyboard. .

SIGNATURE _;;?ﬂ,ezx,x—- /55 GA~___

*WITHE OR WITHOUT VAPOR RECIRCULATION AND WITE OR WITEOUT KEYBOARD

DHS/DSLS/Form Cl116 (Rev.7-93)



Ll N

N

1

II&II N \{l .

R e INIIWO Ad 9861 O . o . INHIWD Ad 9861 O

u‘E _‘«J - auvd mEz_E INNELSNI GHIZAUIXOLN *E N g QUVD YILNIHD INFWNHLSNI HIZANXOLNI #

w i(ﬁ’f. . [ ) o~ ;

— = ., — QP Iag FIIMS

' * SYHVWEYH HO/ANY NOUVWHOSNI TYNOWIGAY A e SHUYW3H HO/ONY NOLIVWHOINI TYNOLLIGQY,

5 7 7 S50 i eV

T Tegrh Tecss

W ~—_ NOUVDO 1 INSNNHISNI ~—CaAWIE0 SHHINL - G SIS TE

waa, ‘ I

,M . : S TR ——e ]

| = |

;_ M

| | | |

| . .

Wlw e %M ) i f

w - a 5 LR . |

! . N - . ;w % v

L J3NIYLE0 LSIHDIH SuYM Q3LINIAdd =,

ﬁ ANTYA - IT4WES IN3T1J1430 * ,

| e wﬁ wmm” 153 ANYT8 ATY 9g 121 000" ANY1g dIv

| 2eidt a8 - kxnwmmm:m* gg:21 KRR "* 31dUBS QI YANI

IR iod 3ty sg:21  ©08° yHYTE 1Y |

| IUIL  3NTYA IV . - .

| HIL - 3MeA 958 tsal auIL  3nTwa 398 1s3L .
= e, N . P \.J .. . ERN: . _

w cec2e@~hs NS ™ 9seS 1300W 2V
W ¥3IZATIYNY TOHODTIY ~ Y¥3ZATNIRXOLNI
NI IWD /4 “d¥0] TWNDIS TH¥3034

—

cac2Be-h9 NS peAS 1300W 24
43ZATYNE 0HODIY - W3IZATIHOLNI ;
AH1 IW2 /4 "d4d03d HND IS Bd3034




